. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES RECEIVED .
3y STATE PUBLIC HEALTH LABORATORY By Carol Day at 10:06 am, Jul 10, 2013

;) BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT REPOAT #6

rCompiale this raport at the time of the ragular monthly preventive maintenance check {not to exceed 35 days).
Complate Ihis report whenaver the Instrument s serviced or repaired and whenevar i Is placed into service.
Retain the original ard send a copy within 15 days lo the Breath Alcohol Program, DHSS.

DATAMASEIFA SH - NAME OF AGENCY DAIE OF INSPECTION
204080 Cape Girardeau Co, SO, Jackson 07/08/2013
1OCATICH OF INSTRUMENT (STREET AND CHY) TiME OF INSPECTHON
2920 North Shamrock Road, Jefferson Gity 11:13

CHECKLIST: Place a mark in the box by each item If found to be satislactory or if oparaling within established llmits. {Wrile in observed values
whers deteimined.} Unmarked ltems must be corrected bafore using instrumant. )

DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printout) 07/08/2013 @ 11:13
COMPUTER DETECTOR
PROGRAM FILTERS

il HEATERS SAMPLE CHAMBER 0°C /] QUARTZ STANDAR(

¥} FLOW DETECTOR M CALIBRATION
W] PUMP HIGH SPEED _ .. ) PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER _ Guth Laboratorles . LoT# 11220 _EXP. DATE _ 10/24/2013

SIMULATOR TEMP (34°C 1 0.2°C) +34.00°C SIMULATOR SN ORS376  pxp pate 041512014

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three fesls using a slandard solution. Alf lhres fests must ba wilhin 5% of the slandard value and must have a spread of .005 or
less. Mark Ihe hox corresponding 1o the slandard solution being used. (PRINTOUT ATFACHED)

0.106% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[L]0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.0429 INGLUSIVE

TEST 1 & 099 TEST2 .099 TESTaw 100

PERFORM R.F.|. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-.04) 0 {.05-.09) 0 {.10-. 14} 0 {.15-.18) 0 - {OVER .19 0

LISTANY NEW PARTS AND DEECRIBE ANY ALTERATION OF MODIFICATION THAT WAS MADE 10 REGTORE THE INSTRUMENT TO ORERATE SATISFACTORILY AND WITHIN ESTABLISHER LIMITS
(USE OTHER SIDE IF HECESSARY).

Replaced mouthpiece recepiacle and elbow quick-connect on breath tube. Replaced wublng along breath path between flow thermistor block, five-way valve,
and sample ¢hamber, Cleaned sample chamber assembly. Measured and adjusted voltages to efecironics where necessary, with special attentlon to IR

source lamp intensity. Replaced printer ribbon. Calibrated instrumant. :

INSPECTING OFFIGER

SIGNATURE ) () / - PRINT FULL NAME -
7 (;) ‘ F R Dewayne D. Carver
' SIS R N, a A /g Y
T 3 TN 1 TELEPHONE NUMBER

FYPE W PEAT NOMBETLEXFIAN ON BATE N\
23ai01 . 056/28/2015 (573) 751-4722

RETURN COMPLETED REPORT TO THE: Breath Alechol Pragram, MO Department of Heallh and Sanlor Services, Soulheast Districl Ofiice
2875 James Blvd,
Poptar Bluff, MO 63201

*AC SB0- 14BH {2 CR) AN ECRIAL OPPORFUNITYAFFHIMAINE ACTION EMPLOVER EAT 986
sinvines pravidad o p rondacr matory basiy




GUTH LABORATORIES, INC,

530 NORTH 67th 3TREET © HARRISBURG, PA 17111- 4514 ® TELEPHONE: T47-584-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 11220 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 27, 2011, usir;g a. Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1205% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 24,2013 at 11:59 PM.,

When used in a calibrated Simulator, operating at
34°C 4/~ .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and waler used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FN102408-02 whose
values are traceable 1o NIST.

All balances are calibrated annually by an owtside agesicy wsing NIST traceable weights,
Calibration verification is done prior to ecach nse utitizing NIST traceable weights,



FACE THIS SIDE DOWN - THIS EDGE IN FIRST

FACE’THIS"S!DE-DOWN = THIS E-DGE IN FIRST
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“-~ BAC DataMaster
Evidence Ticket

MIZEOURI STATE HIGHWAY PATROL

BAC DATAMASTER SERIAL NUMBER 284030

BP/BE13

TEETING DFFICER:
CARVER/DEWAYHE~D
OFFICER I.D.: C41
FERMIT MUMEER: 2360161
EXPIRATION DRTE: 853-28-15
MISCELLAMEOUZ DRTH:
1BE VAPOR ACCURACY CHECK

GBUTH LABS LOT 11826 .EXF 10-24-2510

-——~ SUFERVISOR HMODE ~—-

BLAMK TEST , - O6E
INTERMAL STANDARD YERIFIED
EATERNAL ETANMDARD 2393
ELAMK TEXT « EAE
EXTERMAL STAHDARE B
BLAMK TEET B8
EXTERNAL STAMDARD . 186
ELAMK TEST « B

11: 16

11114
11218

11:17

1117

1i:1R
11:19
11:1i%

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWRY PATROL

EAC DATAMASTER SERIAL MUMEER 224830

0P 0513

ARREST TIME: 60:98
SUBJECT HAME:

H A
oop: 91-01-01 ZEX: W
ETATE-DLL. Y HE-H -

ARRESTING OFFICER:
#
OFFICER I.D.:¢ ¥
TEESTIHG QFFICER:
CHRYER-DEWAYHEAD
DFFICER I1.D.: C4di
PERMIT HUMEER: 23m161
EXFIRATION DATE: AS-g8-15
MISCELLANECOUS DATH:
RFI TEET

——— EREATH AHMALYZIS ——-

ELAMK TERT - B304
EIHTERHHL STAMDARD YERIFIED
————EZUBJECT SANMPLE « BEE

RADIO IMTERFEREMCE

1121
112
11zt
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